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Various noninvasive microscopic camera technologies
have been used to visualize the sublingual
microcirculation in patients. We describe a
comprehensive approach to bedside in vivo
sublingual microcirculation video image capture and
analysis techniques in the human clinical setting. We
present a user perspective and guide suitable for
clinical researchers and developers interested in the
capture and analysis of sublingual microcirculatory
flow videos. We review basic differences in the
cameras, optics, light sources, operation, and digital
image capture. We describe common techniques for
image acquisition and discuss aspects of video data
management, including data transfer, metadata,
and database design and utilization to facilitate
the image analysis pipeline. We outline image
analysis techniques and reporting including video
preprocessing and image quality evaluation. Finally,
we propose a framework for future directions in the field
of microcirculatory flow videomicroscopy acquisition
and analysis. Although automated scoring systems have
not been sufficiently robust for widespread clinical or
research use to date, we discuss promising innovations
that are driving new development.The microcirculation consists of a branching network of
arterioles, capillaries, and venules. Large arterioles andBackground
Section 1 introduces the various noninvasive microscopic
imaging technologies that have been used to visualize the
sublingual microcirculation in patients. We review basic
differences in the cameras, optics, and light sources, as
well as digital image capture. Section 2 describes tech-
niques for image acquisition. In Section 3, we discuss
aspects of video data management, including data transfer,
metadata, and database design and utilization to facilitate* Correspondence: mmassey@bidmc.harvard.edu
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image analysis techniques and reporting. Section 5
discusses future directions and conclusions.
Orthogonal polarization spectral (OPS) imaging [1]
and its successors, sidestream dark-field (SDF) imaging
and CytoCam (Braedius Medical B.V., Huizen, the
Netherlands) incident dark-field (IDF) imaging, are tech-
niques that allow visualization of the sublingual micro-
circulation at the bedside. These techniques have been
used in a number of studies involving the emergency
department (ED) and intensive care (ICU) settings
[2–41] and have broadly defined the importance of the
microcirculation in pathophysiology and survival in crit-
ical illness. Prior efforts, including a consensus statement
from a roundtable summit [7], have provided the founda-
tion for approaches to image acquisition and analysis.
Here, we seek to extend prior work and to provide a com-
prehensive guide to image acquisition, processing, and
analysis based on a combination of the medical literature
and our real-world experience with the goal of enabling
an end user to implement similar approaches in their
research and/or clinical settings. This guide targets the
clinician, the clinician-researcher, and the technical user.Vessel classification
venules have lumen diameters less than approximately
100 μm. Small vessels, composed of capillaries and
postcapillary venules, are the primary sites of oxygen
exchange between blood and tissue and have lumens
with diameters that range between 0 and 20 μm.
Medium-size vessels (precapillary arterioles and postca-
pillary venules) have lumen diameters between approxi-
mately 20 and 50 μm. Several earlier studies have shown
that the flow in and the density of perfused small vessels
(<20 μm) are altered in severe sepsis and that the ob-
served small vessel dysfunction is associated with poorer
outcomes [42–44]. Based on the physiologic importanceis article is distributed under the terms of the Creative Commons Attribution 4.0
.org/licenses/by/4.0/), which permits unrestricted use, distribution, and
ive appropriate credit to the original author(s) and the source, provide a link to
changes were made. The Creative Commons Public Domain Dedication waiver
ro/1.0/) applies to the data made available in this article, unless otherwise stated.
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ally focuses on the 0–20 μm vessels.
Section 1: available imaging technologies
Cameras
The orthogonal polarization spectral dark-field (OPS-DF)
imaging device (Cytometrics, Philadelphia, PA, USA) uses
a high-intensity green-filtered light source that is linearly
polarized to illuminate the tissue. Polarized reflected light
is blocked by an orthogonally polarized analyzer while
depolarized scattered light passes through to the camera.
The OPS-DF device includes a dark-field optical element
consisting of a filter with a black spot in the middle. OPS-
DF has been phased out in favor of several technological
innovations based on the ideas described as SDF imaging
[20] or IDF illumination microscopy [45]. Several SDF/
IDF cameras are commercially available for visualizing
microcirculation in vivo. Table 1 compares technical spec-
ifications between commercial SDF/IDF devices.
The Microscan (Microvision Medical B.V., Amsterdam,
the Netherlands) was the first commercial SDF device
available and has been in use since 2007 [46]. It uses a
progressive charge-coupled detector (CCD) camera with
standard American (NTSC, 480 lines @ 30 Hz) or
European (PAL, 576 lines @ 25 Hz) format analog video
output. The optical path is isolated from a ring of six
green light-emitting diodes (LEDs) located at the end of
the probe. A disposable, transparent sterile cap covers the
entire probe shaft. The NTSC version outputs 480 video
lines at 30 Hz (30 frames per second). Analog video is
converted to a computer-readable digital data stream via
an analog-to-digital converter such as the Canopus
ADVC-110 (Grass Valley, Montreal, QC, Canada). The
type of video codec used is extremely important for image
quality. The Canopus ADVC-110 uses a digital video (DV)
codec, which outputs an image with dimensions
720 pixels × 480 pixels, a pixel aspect ratio of 1.1:1
(width:height), and a horizontal/vertical resolution of
1.45/1.58 μm/pixel. The field of view is approximatelyTable 1 Comparison between SDF/IDF technical specifications
Microscan (Microvision Medical




Image size (pixels) 720 × 480 (NTSC) 720 × 576 (PAL) 752 × 480
Resolution (μm/pixel) 1.45 (horizontal), 1.58 (vertical)b 0.92
Field of view (μm) 1044 × 758 (NTSC) 692 × 442
Frame rate (fps) 30 (NTSC) 25 (PAL) Up to 87d
Illumination time (ms) 10 0.5–2d
aCapiscope HVCS-HR uses the same camera, illumination, and optics as the Capisco
bMeasured using an NTSC version and Canopus ADVC110 video digitizer
cMeasured using a 150 line-pairs per inch Ronchi ruling (Edmund Optics, Barrington
dPrivate communication with manufacturer
IDF incident dark field, NTSC national television system committee, PAL phase alteri1044 μm× 758 μm. The DV codec uses 4:1:1 (luma:chro-
ma:chroma) digital sampling, such that all of the lumi-
nance but only one-quarter of each of the color channels
are preserved, which is sufficient for the monochromatic
camera in the Microscan. Each frame of a DV video is
compressed using joint photographic experts group
(JPEG) compression. DV or motion joint photographic
experts group (M-JPEG) compressed video maintains
image integrity sufficient for SDF or IDF image analysis.
However, video capture devices that use moving pictures
expert group-4 video codec (MP4) compression are not
recommended because part of the moving pictures expert
group (MPEG) compression algorithm samples image
blocks from adjacent frames to form a representation of a
subset of the video frames; thus, accurate estimation of
blood flow is compromised because the integrity of indi-
vidual frames is not preserved. To date, the Microscan is
perhaps the most widely utilized device and has the largest
publication track record.
The CapiScope HVCS (KK Technology, Honiton, UK) is
an SDF device with a DV camera that connects to a com-
puter via a USB port. The CapiScope HVCS has similar
image size as the Microscan device (752 pixels × 480 pixels)
with an aspect ratio of 1:1, a resolution of 0.92 μm/pixel,
and a field of view of 692 μm× 442 μm. The newer
HVCS-HR version has an image size of 1280 pixels ×
1024 pixels, with a resolution of 0.81 μm/pixel and a field
of view of 1037 μm× 829 μm. A low-power lens is
available to reduce the magnification by approximately a
factor of two and increase the field of view likewise. The
CapiScope connects to a laptop computer running the
CapiScope software via a USB 2.0 connection. Output
video is uncompressed. The CapiScope has a fixed focal
plane located a few millimeters below the probe tip. Focus
is achieved by a focus ring that mechanically advances and
retracts a disposable probe cover. LED intensity is con-
trolled programmatically. The CapiScope HVCS requires
a proprietary video capture and analysis package. It also is
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USA), a software package that measures and reports the
blood perfused boundary region among other parameters
which are proposed to assess glycocalyx thickness. While
previous studies have primarily used Microscan images
with GlycoCheck software analysis, compatibility with
GlycoCheck is an attractive feature of the CapiScope
HVCS.
The CytoCam (Braedius Medical B.V.) is a high-
resolution IDF DV camera illuminated with 12 high-
intensity, short-pulsed LEDs. It includes a specially
designed acromat multiplet objective lens and a high
pixel-density image sensor synchronized with a very short
duration (2 ms) LED illumination. The camera outputs
uncompressed digital image sequences with image size
2208 pixels × 1648 pixels, a pixel aspect ratio of 1:1, reso-
lution 0.66 μm/pixel, and a 1457 μm× 1061 μm field of
view operating at 25 Hz (25 fps). The CytoCam imaging
head is tethered to a computer via a cable and specialized
PCIe interface card. Focus is actuated by an internal step-
ping motor that is controlled programmatically. The oper-
ator adjusts focus and LED intensity through the
CytoCam Tools user interface (UI). The CytoCam in-
cludes a proprietary video capture and playback software
package, CytoCam Tools. CytoCam Tools is a capture and
analysis suite, designed exclusively for the CytoCam IDF
device (Braedius Medical B.V.). It includes a UI for
controlling the CytoCam via a desktop or all-in-one
computer. The user enters patient and study information
in specified fields of a dialog box. The user then navigates
between controls for brightness and focus and to capture
a video sequence. CytoCam Tools has a modular design
that allows the user to add modules for video editing,
stabilization, and analysis. The superior resolution and fast
strobe makes the CytoCam an attractive choice.
Recent methodological studies comparing SDF im-
aging and CytoCam IDF imaging in healthy subjects [40]
and neonates [35] observed 20–30 % more capillaries
using CytoCam IDF than when using SDF in the same
subjects. These differences may be due to a combination
of: the IDF light source design that directs the illumin-
ation toward the optical axis (see figure in [35]); an
enhanced depth of focus and resolution because of the
greater sensor pixel density; and a sharper multi-element
objective lens. These results suggest that measurements
of microcirculatory small vessel density may differ
depending on the camera system used. However, add-
itional assessments are needed before a final conclusion
is reached.
Section 2: image capture and quality
Intrinsic image quality depends on the optical resolution,
depth of focus, aberrations, sensor noise, and illumin-
ation properties of a camera system. Subsequent imageprocessing may also affect image quality. Good image
capture technique is an essential component for micro-
circulatory flow analysis. We have previously proposed a
set of objective criteria for evaluating image acquisition
quality that may be used to select images appropriate for
analysis [21]. The components of the image quality cri-
teria are illumination, duration, focus, content, stability,
and pressure, as outlined in the following.
Image quality
Illumination
Mucosal tissue that is imaged by SDF/IDF devices typic-
ally has low contrast. In our experience the required
dynamic range encompasses about 6–7 bits. Spikes in
apparent brightness appear as artifacts where specular
reflections are imaged, such as along saliva bubble
boundaries, or along mucosal surfaces that are not in
good contact with the flat probe tip. In low illumination,
camera sensor response is nonlinear and the signal-to-
noise ratio is worse than in average or high illumination.
On the other hand, the risk of extremely high illumin-
ation is that the signal in oversaturated pixels cannot be
recovered. To maximize the signal-to-noise ratio, we
recommend that illumination is maximized such that
the peak of the image histogram lies well above the 50 %
gray level, even if the darkest image pixels are still gray.
Focus
Good focus on the small vessels in the field of view is an
important adjustment for optimal image quality. It is
essential for accurate analysis of vessel diameters, blood
flow rates, and estimates of capillary density. Further-
more, out of focus vessels lose contrast and are less
visible. Higher-resolution cameras with higher pixel
density (pixels/μm) sensors have greater depth of field. The
CytoCam has more depth of field than the Microscan.
Duration
A captured image sequence should span sufficient
duration such that stability and/or pressure artifacts can
be adequately determined. The roundtable consensus
guideline calls for 10 seconds of continuous, steady cap-
ture [7]. More recent reports recommend a duration of
3–5 seconds for accurate flow and density measure-
ments [21].
Content
Content is a broad image quality category that encom-
passes vessel architecture, saliva, blood, and bubbles. We
recommend that users find an optimal sublingual vascu-
lar bed, with a mix of medium and small vessels in the
plane of focus that are not looped. Sublingual vascular
beds vary by patient. Sublingual mucosa is composed
of loose connective tissue with a three-dimensional
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below the sublingual mucosal surface than venules. As the
mucosal tissue approaches connection points or surfaces,
the vasculature forms arrays of repeating, looped arteri-
oles. These looped structures usually lie far enough away
from postcapillary venules that the venules are out of
focus or outside the field of view. Images with a majority
of looped vessels are traditionally excluded from analysis.
A film of bubbles or contaminated saliva between the
probe tip and the mucosa will occlude the optical path
and promote specular or diffuse light scattering outside
the tissue of interest. Saliva or bubbles that become
adhered to the probe tip can be removed by gently drag-
ging the probe tip along the tongue. Bubbles that appear
along one side of the image usually indicate that the probe
tip is tilted slightly away from flush with the surface. In
that case, altering the probe or patient position may be
more effective than forcing good contact with the mucosa.
Stability
Stability and pressure artifacts become apparent when
observing live video or in captured sequences. Stability
or motion artifacts arise when the camera is moving or
when the tissue is moved relative to the camera. Tissue
movement may be due to forces applied by the clinician
or because the patient is moving their tongue. The clin-
ician can stabilize the camera by resting their hands on
the patient’s face. One technique is to have the patient
roll their tongue up or to the side. Often the patient
cannot hold their tongue still. Sometimes, a patient can
relax their tongue over the probe and close their mouth
slightly to obtain a good scan. For intubated patients, a
tongue depressor can also be used to help open the
mouth and raise the tongue for access. Shorter pulsed
illumination sources can mitigate some of the risks of
image blurring due to a shaky camera as well as blurring
of high-velocity red blood cells (RBCs). See Table 1 for a
comparison of illumination pulse durations of current
SDF and IDF cameras.
Pressure
In our experience, this is perhaps the most important
artifact and provides the greatest threat to analysis valid-
ity. Pressure artifacts which occur when the user applies
too much pressure on the tissue can lead to a mechan-
ical occlusion of flow. A pressure artifact will be mani-
fested by small vessels that either drop out or appear to
have disturbed microcirculatory flow along with particu-
lar flow disruptions in medium and/or large vessels.
Larger thin-walled venules can serve as an indicator of
iatrogenic pressure, because they are mechanically more
sensitive to pressure and should occlude first. Technical
solutions to this problem have been proposed. Balestra
et al. [47] have demonstrated a vacuum-based imageacquisition stabilizer that has the dual effect of sta-
bilizing the camera on the mucosal surface and reducing
pressure artifacts; however, this device has not made its
way into routine use.
Prior to analysis, captured videos may be selected based
on an image quality score (IQS). Videos are rejected if they
fail the quality test in any of the categories. Researchers
have discussed various methods to mitigate potential
image artifacts [7,36,48]. Like ultrasound, sublingual SDF/
IDF imaging requires substantial operator training to
obtain best-quality images on a spectrum of patients and
illness. Operator training may include some suggested best
practices to optimize operator comfort and usability.
Hands-free operation
Scanning operations are controlled by a “base” computer
connected to, but away from, the camera for all SDF/
IDF cameras. This presents a logistical challenge to hold
the camera steady and in the right position while simul-
taneously operating a computer-based key. To address
this, we have implemented foot switch controls for hands-
free operation on several different SDF/IDF cameras. Off-
the-shelf foot pedal controls can be programmed either
through software or firmware. Software-controlled foot
pedals require a software driver running on the device ma-
chine. Firmware-based controls are programmed once to
operate on any system. The switch emulates any combin-
ation of keyboard or mouse clicks. Thus, any camera con-
trol application that has keyboard shortcuts will support
these foot pedals. For example, on the CytoCam, we utilize
a firmware programmable three-pedal foot switch (Savant
Elite; Kinesis, Bothell, WA, USA). The pedals are mapped
to keyboard shortcuts specified by the SDF/IDF manufac-
turer to step through the UI and to start/stop scanning.
Section 3: data
Data transmission
SDF/IDF data analysis is cumbersome because of the
large video data files and steep analysis learning curve.
Like others, we have opted for a centralized solution for
multicenter studies. Three commonly implemented data
delivery options are commercial cloud-based storage,
customized data transfer software and servers, and man-
ual data transfer through physical media.
Data selection
As already described, we use an IQS that is a composite
assessment of six categories: illumination, duration, focus,
content, stability, and pressure. Videos are assigned a
score of 0 = good, 1 = acceptable, or 10 = unacceptable for
each category. The composite IQS is the sum of the scores
from all categories. Any video with IQS ≥10 is discarded
from future analysis. Videos can be sorted by the IQS at
each timepoint and selected for further analysis. Some
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removing videos containing flow-occluding pressure
artifacts, is essential for analyses with good fidelity.
Automated data selection
Software algorithms have been developed that are specif-
ically tuned to detect image quality deficiencies. There
are a number of available solutions; however, our experi-
ence is that the software solutions for automated selec-
tion are still evolving. In our hands, we used a hybrid
selection process with manual review to ensure inclusion
of all components of a high-quality video.
Workflow management
An analysis workflow is represented schematically in
Fig. 1 and can be summarized as follows:
 Import. Parse raw video filenames to extract metadata
such as the camera serial number, the name of the
study, the assigned patient number or ID, the study
timepoint, the operator’s name, the scan number, the
scan timestamp, etc. The specific type and variety of
metadata may depend on the manufacturer’s output
file format or available metadata, although we do
recommend a process where this information is
embedded in the video filename.
 Preprocessing. If preprocessed video files are imported,
additional metadata should be provided including the
specific preprocessing steps that were applied.
Preprocessed video filenames can be constructed with
human-readable annotations that can then be parsed
for database import. Preprocessing may include
contrast stretching, background correction, video
stabilization, and automated clipping.
 Quality scoring interface. Figure 2 illustrates a
sample UI that can be constructed within the
database to facilitate compilation of the IQS. The UI
can launch a video player to play the current video
to be quality scored. The UI can have fields for the
user to input a score for each category of image
quality. In addition, the UI can have a field for any
comments. Database filters can be applied to restrict
review to unscored videos only. The IQS for each
category and a net score can be stored in a table
indexed by video name or unique ID.
 Quality sort. Usually a study will call for a fixed
number of video data files to be analyzed at each
timepoint for each patient. After all files for a
patient and timepoint have been quality scored, a
query can be implemented to sort by net quality
score. Videos can be selected by their quality score
up to the total number required by the study minus
the number that have already been de-identified and
added to the analysis queue.Section 4: image analysis
Automated Vascular Analysis software
Automated Vascular Analysis (AVA 3.1; Microvision
Medical B.V.) is an analysis software designed for the
Microscan. It provides a semiautomated pipeline for
preprocessing, video stabilization, vessel tracing, flow
scoring, and computation of analytical parameters. AVA
3.1 generates a human-readable data file, called a
Logbook, for each analyzed video file. The Logbook file
contains several fields of metadata to describe the AVA
3.1 settings, calibration, video parameters, etc. Our
group’s assessment of the accuracy of the automatic
detection algorithm from now outdated versions was
that it was not accurate enough for reliable image ana-
lysis. Thus, we used a semiautomated hybrid method
(see later) where we manually identify the centerline and
width of the vessels, and score the speed of flow, but
then use the AVA 3.1 software to summate the various
vessels by size and speed. Microvision has a new
software release for which we have not assessed the ac-
curacy of the automated scoring, but does contained im-
proved algorithms.
Preprocessing
Preprocessing is the first stage in any analysis pipeline.
Contrast enhancement and background subtraction are
the desired outcome of preprocessing. OPS/SDF/IDF im-
ages often suffer from low contrast and slowly varying
background brightness due to high scattering and ab-
sorption inhomogeneity of the incident illumination by
the underlying tissue.
Stabilization and clipping
Image registration and stabilization are active areas of
research in computer vision. It is beyond the scope of
this document to review the applicability of various
stabilization algorithms to SDF/IDF images. A basic
principle of modern stabilization is to locate robust
image features that can be tracked through a time se-
quence. For microcirculation images, these features may
be the vessel points with the largest cross-sectional
gradient [49] or at vessel bifurcations. Geometric trans-
formation of the feature points can be modeled to two-
dimensional camera motion. In brief, some preprocess-
ing algorithms may be applied to improve subsequent
vessel detection.
Automated detection efforts
Manual and semiautomated microvascular analysis may
ultimately be too time consuming to be practical in the
clinical setting. Several researchers have reported promis-
ing efforts to automatically detect microvasculature in
SDF/IDF images and determine perfusion parameters.












Fig. 1 SDF video analysis workflow chart. Raw video is captured by
multiple study sites into cloud storage folders. A central processing
facility syncs with the cloud storage and moves files to an onsite server
for further processing. Videos are preprocessed to remove noise, resize,
enhance contrast, and correct background illumination inhomogeneity.
Videos are stabilized and clipped to specified duration and dimensions
for analysis. Clips that cannot be stabilized over a minimum duration
are discarded. Files may be organized by study folders. Clipped and
stabilized videos are reviewed for image quality and assigned an image
quality score. A quality sorting algorithm can be applied to select files
for randomization and further analysis. Db database
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vessel segmentation and flow estimation using gradient-
based preprocessing and statistical pixel intensity fluc-
tuations. For the CytoCam (Braedius Medical B.V.), the
manufacturer has developed automated vessel detection
capabilities in the CytoCamTools analysis module. Pre-
processing, vessel segmentation, and automated flow
estimation in AVA 3.1 (Microvision Medical B.V.) were
originally developed and coded by Dobbe et al. [12].
Bezemer et al. [4] developed algorithms to improve micro-
vascular density assessment over semiautomated methods
available in AVA 3.1 software by applying a thresholding
scheme based on vessel centerline contrast. They quanti-
fied RBC flow as the standard deviation of pixel intensities
in a number of frames normalized to the mean back-
ground intensity in a fixed pixel area. This method was
able to discriminate between perfused and nonperfused
microvasculature [4]. You et al. reported automated vessel
centerline detection using a principal curve tracing
algorithm [52] and a novel method for improved blood
flow estimation from space–time images [53]. This is an
evolving field that will be critical to the adoption of
devices that assess sublingual microcirculatory flow.Fig. 2 An IQS form. File name includes metadata showing, for example,
study site, patient ID, study name, date, timestamp, calibration, and
preprocessing. Clicking the “Play” button opens the video file in a video
player. The “Randomized” checkbox is not editable and indicates that
the video has been assigned a random ID and selected for analysis.
A quality score (0 = good, 1 = acceptable, or 10 = unacceptable) is
assigned for each image quality category. Fields are provided to record
specific time codes and comments
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Image data must be calibrated for accurate flow and
density analysis. Usually it is sufficient to measure the
pixel pitch using a Ronchi ruling oriented along the
horizontal and vertical pixel directions. Microvision
ships a calibration tool with the Microscan camera and
the AVA 3.1 application contains an automated calibra-
tion module. CytoCam calibration has been hard-coded
into the CytoCamTools application.
In AVA 3.1, calibration parameters (pitch) are stored in a
settings file that is loaded by the user on startup. The set-
tings file also contains the path(s) to the working study
folder where de-identified files and analysis files are stored.
Vessel segmentation
In our methodology, in the first stage of analysis, vessels
are segmented from the background tissue by identifying
the vessel centerline and lumen boundary using auto-
mated methods with manual verification and/or are
manually drawn by an image analyst in AVA 3.1. When
using the microscan, this is performed directly. If video
capture is conducted using the CytoCam, then the videos
are first rescaled and converted to avi format to fit into
the AVA 3.1 workspace. Care must be taken to calibrate
the rescaled image. Accurate image scale calibration facili-
tates accurate measurement of vessel dimensions and ul-
timately affects vessel size classification and measured
vessel density. Working with an average image from a sta-
bilized sequence, the user will draw vessel centerlines and
lumens. A pen tablet can be used to facilitate accurate
drawing. Creating an average image fills in plasma gaps
and smoothes out noise. The user can select a range of
frames to average. Usually 16–32 frames are sufficient to
fill in plasma gaps and provide a good signal-to-noise ra-
tio. If the image has good focus and illumination, some
vessels can be easily detected in the average image using
the AVA 3.1 automated vessel detection feature. A hybrid
technique may be adopted where the automated detection
is first used and then revised manually. In our experience,
we often skip automated detection and draw all vessels by
hand, finding this to be the most effective approach. Man-
ual vessel tracing is very labor intensive. It can take up to
1 hour to trace and velocity score one video.
Semiquantitative flow
After tracing, each vessel segment is scored for blood
flow using a semiquantitative score. AVA 3.1 provides a
UI such that the user can click on a vessel segment and
assign a flow score to the segment while playing the sta-
bilized video in a loop. The semiquantitative flow values
are 0 = no flow, 1 = intermittent flow, 2 = sluggish flow,
and 3 = continuous flow. In the perfusion calculations,
any vessel segment with a flow score ≥2 (sluggish or
greater) is perfused. We have found the approach ofdrawing vessels by hand and scoring by eye, and then
using the AVA 3.1 software to calculate the various
parameters, to be our group’s preferred approach. A
detailed protocol for exporting AVA 3.1 Report files to
produce each of the parameters, with accompanying rou-
tines, may be found in Additional file 1, which contains a
Visual Basic script that can be executed in Microsoft
Access to parse an AVA 3.1 Report file for analysis results.
The data are inserted into a Microsoft Access table.
Semiquantitative flow estimation criteria were historic-
ally designed to evaluate the unique disturbed flow pat-
terns in sepsis patients and therefore do not correlate
proportionally with velocity. Additional file 2 presents a
summary of semiquantitative flow characterization. To
date, the most accurate method for estimating RBC
velocity is through the use of space–time diagram analysis;
however, this process for an individual vessel is quite time
consuming and performing the measurement on all ves-
sels in a given video is extremely time prohibitive such
that we have found it not feasible for routine use [15].
Microcirculatory parameters
A consensus of microcirculation parameters was initially
proposed by a roundtable report [7]. Parameters were
designed to facilitate automated and visual analysis
methodologies while providing physiological metrics
grounded in current clinical understanding of patho-
logies. In the literature, some parameter names have
conflicting definitions and units. Some authors use dif-
ferent names for similar parameters. Table 2 summarizes
the derived microcirculatory parameters and their refer-
ences. The microvascular flow index (MFI) is a semi-
quantitative measure of perfusion quality, the De Backer
score approximates vessel density using a line-crossing
method, and the total vessel density (TVD) is another
measure of the vessel density. Perfused vessel density
(PVD) corresponds to a functional vessel density; that is,
the density of functionally flowing capillaries. The pro-
portion of perfused vessels (PPV) is the lineal proportion
of flowing vessels.
There are several variants of MFI in the literature, and
as investigated by Pozo et al. [54] the MFI by quadrant is
the most common and is assessed visually in a stabilized
video sequence. As defined in a roundtable consensus re-
port [7], each of four quadrants is assigned a score (0 = no
flow, 1 = intermittent flow, 2 = sluggish, 3 = continuous)
based on the predominant flow in the vessels (i.e., the
statistical mode) which occupy that quadrant. The MFI
score is the average of the predominant flow score over
the quadrants. To compute the microcirculatory parame-
ters TVD, PVD, and PPV for small, medium, and large
vessels, the vessels are classified automatically by their
average width. Vessel lengths are summed for each size
category to compute total vessel length, Lv. Perfused vessel
Table 2 Microcirculation parameters
Microcirculation parameter Information provided Symbol/equation Units Measurement References
Microvascular flow index Perfusion quality (for small, medium, and
large vesselsa)
MFI Arbitrary The image is divided into four quadrants; a
number is assigned for each quadrant
according to the predominant type of flow
(0 = no flow; 1 = intermittent; 2 = sluggish;
3 = continuous). The MFI results from the
averaged values
[7, 14, 41, 54]
De Backer score Vessel density VDDeBac ker ¼ Nx=Lg 1/mm The image is divided by three vertical and
three horizontal lines; the De Backer score is
calculated as the number of vessels crossing
the lines divided by the total length of the
lines
[7, 14, 41–43]
Total vessel density Vessel density (for small, medium, and large
vesselsa)
TVD = Lv/AFOV mm/mm
2 Total length of vessels is divided by the
total surface of the analyzed area
[14, 41]
Proportion of perfused vessels (by length) Perfusion quality (for small, medium, and
large vesselsa)
PPV1 = Lp/Lv Percent 100 × number of perfused vessels is divided
by the total number of vessels
[14, 41, 43]
Proportion of perfused vessels PPV = Np/Nv Percent 100 × length of perfused vessels divided by
total length of vessels
[7]
Flow heterogeneity index Perfusion heterogeneity FHI = (MFImax − MFImin)/MFIavg Unitless The difference between the highest MFI and
the lowest MFI is divided by the mean MFI.
MFI is intended as the averaged MFI of each
site
[14, 41]
Perfused vessel density PVD = PPV * VDDe Backer 1/mm Vessel density × proportion of perfused
vessels
[41]
Perfused vessel density Functional vessel density (for small, medium,
and large vesselsa)
PVD ¼ Lp=AFOV or
PVD ¼ PPV1  TVD mm/mm
2 Total length of perfused vessels (sluggish or
continuous) is divided by the total surface
of the analyzed area (%)
[14, 36]
Three or five sites are evaluated. Parameters are usually stratified by vessel size
aVessel diameter classification: <20 μm= small, 20–50 μm=medium, 50–100 μm= large
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perfused vessel length, Lp. Most analyses of microcircula-
tory flow are restricted to vessels 0–20 μm because these
are the most physiologically active vessels for oxygen
exchange. Table 2 presents the symbols and formulas of
the parameters with dimensional units.
Section 5: conclusion
Ongoing challenges
Higher quality and/or lower cost SDF/IDF cameras are
becoming available for research use. Even as the tech-
nology becomes more accessible, image quality and ana-
lysis challenges remain significant hurdles. Data loss and
missing data because of poor quality are a costly use of
clinician and analysis resources. A large amount of raw
data typically must be discarded because of image
quality artifacts, mainly due to a poor acquisition tech-
nique. Manually tracing vessels is too time consuming to
be practical for clinical utility. Clinicians require auto-
mated methods that provide data for actionable results.
Manufacturers and researchers are developing promising
new algorithms for automated analysis, but there is no
universally accepted solution currently available.
Future work
We expect that consumer imaging technologies will drive
down the price of SDF/IDF cameras significantly. Thus,
access to these cameras could become widespread. Smart-
phone apps that integrate multiple sensor data with
sublingual microvascular imaging could allow onsite or
remote analysis for battlefield, telemedicine, or in-home
patient monitoring and diagnoses. However, automated
capture and analysis software and actionable image-based
metrics have been disappointing to date. Furthermore,
acquisition artifacts, especially pressure artifacts, remain
an important hurdle. We intend to apply our manual ana-
lysis technique as a gold standard for establishing ground-
truth datasets for testing and training automatic vessel
detection and image quality assessment algorithms.
Conclusion
This review has provided a summary of sublingual
microcirculatory image capture and analysis. We briefly
reviewed several imaging technologies and their accom-
panying software applications that have been used to
date. We summarized and proposed best practices to
mitigate image quality artifacts during image acquisition.
We outlined video data management using a relational
database and network storage. We walked the reader
through the image analysis pipeline, discussing vessel
segmentation, tracing, velocity scoring, and extracting
microcirculation parameters. Finally, we suggest that
addressing improved usability and automated analysis
should be avenues of continued device development.Additional files
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ParseReports.bas, a Visual Basic script to be executed in Microsoft
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